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INTRODUCTION
The national cancer-screening program in South Korea has 
prioritized gastroenterologists’ mission to diagnose and treat 
early gastrointestinal cancers. Early detection of such cancers 
is emphasized because those previously treated surgically can 
currently be cured endoscopically. Some gastroenterologists 
can make exact diagnoses regardless of the type of endoscopy 
used, but certain conditions are generally required for an op-
timal diagnosis. First, clinically important lesions must be re-
adily detectable. Second, the borders and morphology of le-
sions must be readily characterized. Third, lesions must be 
exactly diagnosed. Precancers and early cancers are often sub-
tle and can pose a challenge to gastroenterologists attempting 
to visualize them using standard white light endoscopy. The 
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use of dye solutions aids the diagnosis of early gastrointestinal 
cancers; however, constant use of dye solutions is cumber-
some, and the solution often hinders observation by pooling 
in lesion depressions or ulcerations. To overcome this weak-
ness, newer endoscopes have been developed that allow for 
“image-enhanced endoscopy” using optical and/or electronic 
methods, such as narrow-band imaging (NBI), autofluoresc-
ence imaging (AFI), i-scans, flexible spectral imaging color en-
hancement (FICE), and confocal laser endomicroscopy (CLE). 
A discussion of image-enhanced endoscopy follows.
NBI
Principles
NBI is a novel endoscopic technique that may enhance the 
accuracy of diagnosis using narrow-bandwidth filters in a red-
green-blue (RGB) sequential illumination system.
1 This tech-
nique produces different images at distinct levels of the mu-
cosa and increases the contrast between the epithelial surface 
and the subjacent vascular pattern. NBI may provide the same 
contrast-enhancement capability as chromoendoscopy with-
out requiring the use of dye agents.
2 The basic principle of 
NBI is that the depth of penetration into the mucosa depends 
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on the wavelength used: superficial for the blue band, deep for 
the red band, and intermediate for the green band.
3 Because 
gastrointestinal cancers originate in the mucosa, the use of 
blue-colored, short-wavelength visible light, which can pene-
trate only into the mucosa, may be helpful in the observation 
of minute early expressions. In addition, cancers have abun-
dant blood vessels and induce angiogenesis, which is consid-
ered to be important in cancer formation and metastasis; th-
erefore, the recognition of abnormal capillary beds may assist 
in cancer diagnosis.
4 Because short-wavelength visible light is 
mostly absorbed by hemoglobin in blood vessels, black color 
is observed when blood vessels are illuminated with such light. 
Thus, scant differences in mucosal lesions can be expressed 
distinctly with color, and the capillary bed of the mucosal sur-
face can be observed more clearly when illuminated with nar-
row-band blue (415±15 nm) and green (540±15 nm) wave-
lengths.
The NBI system available in South Korea (Evis Lucera Spec-
trum System, CV-260SL; Olympus Medical Systems Co., Ltd., 
Tokyo, Japan) has a filter that transmits only 415±15 nm and 
540±15 nm wavelengths; when the switch for NBI is activat-
ed while observing the upper gastrointestinal system under 
white light, this filter is inserted, and only a narrow-band ar-
ound these two wavelengths is transmitted. After the lesions 
are illuminated, the monochromatic charge-coupled device 
(CCD) absorbs the reflected light and generates images. Be-
cause black and white images have low resolution, the light ab-
sorbed by the monochromatic CCD is composited into RGB 
to generate color images. Consequently, the main image colors 
consist of brown and green, and the lesions can be observed 
in higher resolution than with black and white images.
Role and application of NBI
NBI has two main applications: optical/digital chromoen-
doscopy and optical biopsy. When used in conjunction with 
magnifying endoscopy (ME), the latter permits pathological 
diagnosis solely through observation, without the need to per-
form a biopsy. Pit patterns on colon polyps can be observed 
more clearly, and it is possible to distinguish between adeno-
matous polyps, which must be removed, and inflammatory 
or hyperplastic polyps, which do not have to be removed wi-
thout performing a biopsy. 
The NBI mode facilitates the observation of the length of 
Barrett’s esophagus, which is not readily classified with con-
ventional white light endoscopy, and the gastroesophageal 
junction. This mode also facilitates the diagnosis of reflux eso-
phagitis. Moreover, NBI can be used with ME to observe the 
microvasculature and microstructures more definitively and 
conveniently.
Observation of the esophagus with NBI
Pits are not observed in the esophagus because the esopha-
geal mucosa is squamous epithelium. In NBI, the overall color 
of the esophageal mucosa is detected as pale green due to the 
abundant blood vessels in the submucosal layer, and the su-
perficial vasculature of the mucosal layer is observed as a dark-
brown color because most wavelengths around 415 nm are ab-
sorbed, not reflected.
Observation of esophageal lesions with ME using 
NBI
Barrett’s esophagus
Although Barrett’s esophagus may be suspected by endos-
copy, the yield of conventional biopsies for the detection of 
specialized intestinal metaplasia varies from 25% to 50% in 
short-segment Barrett’s esophagus and up to 80% in long-seg-
ment Barrett’s esophagus.
5 Chromoendoscopy and ME can 
help to overcome this problem, and surface analysis can be used 
to predict histological findings during endoscopy. Sharma et 
al.
6 reported the use of ME with indigo carmine staining in 80 
patients with endoscopic evidence of Barrett’s esophagus. Th-
ree types of mucosal patterns were noted after spraying the 
mucosa with indigo carmine: ridge/villous, circular, and an 
irregular/distorted pattern. The presence of the ridge/villous 
pattern had a high sensitivity, specificity, and positive predic-
tive value (97%, 76%, and 92%, respectively) for detecting in-
testinal metaplasia. Six patients had an irregular/distorted pat-
tern, and biopsies revealed high-grade dysplasia in all of these 
patients (100%).
6 ME-NBI was reported to be easier to per-
form than dye spraying, and it demonstrated a similar diag-
nostic value.
7 Thus, NBI is widely used today and has replac-
ed dyes such as methylene blue or acetic acid.
Esophageal cancer
Magnified observation of the esophageal mucosa may reveal 
tennis racket-shaped dark-brown capillaries in the mucosa 
that are derived from the side-branch blood vessels in the sub-
mucosal layer (Fig. 1). These vessels are known as “intra-epi-
thelial papillary capillary loops” (IPCLs).
8 IPCLs demonstrate 
characteristic morphological changes according to the tissue 
atypism and cancer invasion depth.
9 ME findings with regard 
to capillary pattern are classified into five types (I-V) accord-
ing to the degree of change in the IPCL pattern, such as dila-
tation, tortuosity, or caliber change in one IPCL, or various 
shapes in multiple IPCLs.
10 Classifications include type I (nor-
mal mucosa), type II (regenerating epithelium or inflamma-
tion), type III (low-grade dysplasia), type IV (high-grade dys-
plasia), and type V (cancer). Type V is further divided into 
types V-1 (m1), V-2 (m2), V-3 (m3, sm1), and VN (more in-WY Cho et al. 
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vasion than sm2). However, it is difficult to assess the depth 
of invasion by ME with a regular system. Because of the NBI ef-
fect of capillary enhancement, the microscopic IPCL pattern 
is readily identified and evaluated by endoscopists with expe-
rience in ME (Fig. 2). Yoshida et al.
11 reported that ME-NBI im-
proved the accuracy of the assessment of invasion depth in 
superficial esophageal cancer.
Observation of the stomach with NBI
In the stomach, the NBI technique is useful only when appli-
ed to ME. In NBI mode, gastric mucosal imaging is too dark 
and noisy for meaningful investigation because the lumen of 
the stomach is large and the light intensity of NBI is relatively 
weak. A study that observed intestinal metaplasia and ade-
noma in the stomach using NBI without ME found that the 
sensitivity, specificity, and positive and negative predictive val-
ues for the detection of premalignant lesions were 71%, 58%, 
65%, and 65% for NBI and 51%, 67%, 62%, and 55% for 
white light endoscopy, respectively.
12 However, very few stud-
ies have evaluated the usefulness of NBI alone because of the 
Fig. 1. The intra-epithelial papillary capillary loop (IPCL) image of 
normal esophageal mucosa in magnifying endoscopy using nar-
row-band imaging. Branching vessel which are located at the sur-
face of muscularis mucosa are shown as a green vascular net-
work. The IPCL is observed as a brown vessel which is positioned 
in the most superficial layer and is derived upright from the branch-
ing vessel.
Fig. 2. Esophageal squamous cell carcinoma. (A) A depressed lesion with irregular nodularity and redness is noted at the mid esophagus. 
(B) With iodine staining, it is shown as an iodine-void area with a well-defined boundary. The change of intra-epithelial papillary capillary 
loop type V-3 and VN are observed in (C) the proximal margin and (D) center of the lesion. This lesion was diagnosed as SM2 cancer with 
lymphatic metastasis.
A
C
B
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darkness and low resolution in the stomach.
Observation of gastric lesions with ME using NBI
Chronic gastritis
The ME findings in the gastric body are categorized into four 
types: type 1, honeycomb-type subepithelial capillary net-
work (SECN) with regular arrangement of collecting venules 
and regular, round pits; type 2, honeycomb-type SECN with 
regular, round pits, but without collecting venules; type 3, loss 
of normal SECN and collecting venules, with enlarged white 
pits surrounded by erythema; and type 4, loss of normal SE-
CN and round pits, with irregular arrangement of collecting 
venules. Anagnostopoulos et al.
13 reported that the sensitivity, 
specificity, and positive and negative predictive values of the 
type 2 and 3 patterns for predicting a Helicobacter pylori-in-
fected stomach were 100%, 92.7%, 83.8%, and 100%, respec-
tively. The sensitivity, specificity, and positive and negative pre-
dictive values of the type 4 pattern for predicting gastric atro-
phy were 90%, 96%, 85.7%, and 97.3%. A characteristic find-
ing known as the light-blue crest was detected in intestinal 
metaplasia in the stomach through ME-NBI, and this finding 
was reported to have high specificity for representing histo-
logical intestinal metaplasia.
14 The light-blue crest was de-
fined as a fine, blue-white line on the crests of the epithelial sur-
face or gyri, as visualized by ME-NBI (Fig. 3). This appearance 
is speculated to be caused by reflection of the short- and nar-
row-wavelength light (400-430 nm) at the surface of the ciliat-
ed tissue structure; that is, the brush border in gastric intestinal 
metaplasia and in the duodenum.
Gastric adenoma
In cases of elevated gastric adenoma, it is sometimes im-
possible to visualize the microvascular pattern. According to 
a recent study, a characteristic white opaque substance (WOS) 
was found along the mucosal surface when an elevated gas-
tric adenoma was observed with ME-NBI (Fig. 4). An analy-
sis of 46 cases of elevated-type adenoma and cancer found re-
gularly shaped WOS in all adenoma cases and irregularly sh-
aped WOS in 83% of carcinoma cases. The authors concluded 
that the morphological analysis of the WOS could provide an 
alternative new optical sign for the discrimination of adeno-
ma from carcinoma when using ME-NBI.
15
Early gastric cancer
ME-NBI is reportedly a sensitive and accurate diagnostic 
tool for the assessment of differentiation, margins, and depth 
of early gastric cancer.
16-22
Histological types of gastric cancer
Yao et al.
16 reported that the ME findings for gastric differen-
Fig. 4. Low grade dysplasia. (A) A slightly elevated discolored lesion is observed in the antrum. (B) White opaque substances along the sur-
face of the lesion is observed by magnified endoscopy with narrow-band imaging.
A B
Fig. 3. Magnified endoscopic findings of light blue crests in the gas-
tric antral mucosa. Light blue crest is clearly visualized as blue-
white lines on the epithelial edge or surface by magnification with 
narrow-band imaging.WY Cho et al. 
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tiated carcinoma were the disappearance of the regular SECN 
pattern, presence of an irregular microvascular pattern, and 
presence of a demarcation line (a clear border between an irre-
gular microvascular or microsurface pattern and surrounding, 
regular, normal mucosa) (Fig. 5). In undifferentiated gastric 
cancer, an ill-defined area with a reduced number of irregu-
lar minute vessels was observed (Fig. 6). However, the authors 
did not report the incidence of the above finding. Nakayoshi 
et al.
17 assessed the correlation between the ME-NBI and his-
tological findings, especially with regard to the microvascular 
Fig. 5. Type 0-IIc early gastric cancer of well-differentiated adenocarcinoma. (A) A depressed lesion with central nodule is noted by white light 
endoscopy. (B) Chromoendoscopy. (C) Magnifying endoscopy with narrow-band imaging demonstrates loss of fine mucosal structure, loss of 
subepithelial capillary network and presence of an irregular microvascular pattern. (D) At the margin of the carcinoma, demarcation line is 
noted (arrows).
A
C
B
D
Fig. 6. Type 0-IIb early gastric cancer of signet ring cell carcinoma. (A) A flat pale mucosal lesion is noted on the body. (B) Magnifying endoscopy 
with narrow-band imaging findings of that pale mucosa show loss of the regular subepithelial capillary network pattern and corkscrew pattern.
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pattern, in 165 cases of superficial depressed-type early gas-
tric cancer lesions (109 differentiated adenocarcinomas, 56 
undifferentiated adenocarcinomas). A fine network microvas-
cular pattern was observed in 72 of 109 (66.1%) cases of differ-
entiated adenocarcinoma, and a corkscrew pattern was ob-
served in 48 of 56 (85.7%) cases of undifferentiated adenocar-
cinoma (p=0.0011). The authors concluded that ME-NBI was 
capable of predicting the histological characteristics of gastric 
cancer lesions.
Depth of invasion
Yagi et al.
18 assessed the relationship among microvessel, 
pit, and histological patterns using ME-NBI. They found that 
the magnified view of the cancerous area showed three types 
of patterns: a mesh pattern, a loop pattern, and an interrupt-
ed pattern. Most (94.9%) lesions showing a mesh or loop pat-
tern were mucosal cancer, whereas 92.3% of lesions showing 
an interrupted pattern were submucosal differentiated ade-
nocarcinoma (Fig. 7). The authors clarified the characteristic 
features of the magnified view of mucosal differentiated gastric 
adenocarcinoma and the characteristics of invasive changes, 
including submucosal invasion.
Determining the gastric tumor margin
The usefulness of ME-NBI for determining the gastric tu-
mor margin has been reported. Kadowaki et al.
19 reported the 
ease of recognition of the tumor margin. They investigated 
the effectiveness of four ME methods in enhancing the rec-
ognition of the tumor margin: conventional ME (CME), ME-
NBI, enhanced ME with acetic acid (EME), and NBI-EME. 
They found that the average scores (expert and non-expert) of 
images acquired using NBI-EME were significantly higher 
than those acquired using other methods, and that images ac-
quired by ME-NBI or EME also scored significantly higher 
than those acquired by CME. Kiyotoki et al.
20 evaluated the 
usefulness of ME-NBI for determining the tumor margin. The 
rate of accurate marking of the ME-NBI group was signifi-
cantly higher than that of the indigo carmine chromoendos-
copy group (97.4% vs. 77.8%; p=0.009).
Diagnostic accuracy for depressed-type gastric cancers
Ezoe et al.
21 reported the diagnostic value of ME-NBI for 
gastric small depressive lesions. They found a significantly hi-
gher diagnostic accuracy (79% vs. 44%; p=0.0001) and sensi-
tivity (70% vs. 33%; p=0.0005) for NBI than for white light 
imaging, and reported that the demarcation line and an irre-
gular microvascular pattern were valuable findings in the dif-
ferential diagnosis of gastric small depressive lesions. They con-
cluded that the addition of NBI to white light imaging exami-
nations was essential to achieve an accurate diagnosis of such 
lesions. Kato et al.
22 reported the superiority of ME-NBI in the 
differential diagnosis of superficial gastric lesions identified 
with conventional white light endoscopy. They set the minimal 
criteria for the diagnosis of gastric cancer by ME-NBI as the 
disappearance of fine mucosal structure, microvascular dila-
tion, and heterogeneity. The sensitivity (92.9%) and specificity 
(94.7%) for an ME-NBI diagnosis with the use of these three 
criteria were significantly better than those for white light en-
doscopy (42.9% and 61.0%, respectively; p<0.0001). The auth-
ors concluded that ME-NBI might increase the diagnostic val-
ue of endoscopy in a population at high risk for gastric cancer.
AFI
AFI is based on the detection of natural tissue fluorescence 
emitted by endogenous molecules (fluorophores), such as col-
lagen, nicotinamide, adenine dinucleotide, flavin, and porphy-
rins. After excitation by a short-wavelength light source, these 
fluorophores emit light of longer wavelengths (fluorescence). 
These metabolites may be responsible for the observed differ-
ences in the autofluorescence spectra of normal and diseased 
tissues. In AFI images, normal tissue and vessels appear green 
Fig. 7. Type 0-IIc early gastric cancer of signet ring cell carcinoma. (A) A depressed pale mucosal lesion is noted on the high body. (B, C) Magni-
fying endoscopy with narrow-band imaging finding shows loss of the microsurface structure, corkscrew, and interrupted microvascular pattern. 
The vessels in cancerous lesions shows abnormal dilatation, abrupt in caliber and heterogeneity in shape. This lesion was diagnosed as SM1 
cancer with lymphatic invasion.
A B CWY Cho et al. 
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and bright green, respectively. However, normal fundic muco-
sa and early gastric cancers appear as well-defined pink le-
sions. The differential light attenuation of dysplasia/cancer is 
likely due to: 1) an increased nuclear/cytoplasmic ratio, 2) 
decreased collagen, and 3) an increased hemoglobin concen-
tration due to an increased mucosal blood supply. AFI may 
be useful for defining the location and border of gastric lesions 
because of the autofluorescence of abnormal tissue. Some 
previous studies have suggested that AFI is useful in predicting 
the depth of invasion, but others have reported that depressive 
early gastric cancers may appear green in color (Fig. 8).
23-27
Kara et al.
28 reported that AFI detected more dysplastic and 
neoplastic changes in Barrett’s esophagus than did conven-
tional endoscopy with four-quadrant biopsies. Ohkawa et al.
29 
documented that AFI provided a sensitivity of 96.4% and 
specificity of 49.1% because some benign lesions produced 
fluorescence similar to that of malignant tumors. Therefore, 
AFI was recently assessed as part of trimodal imaging with 
white light endoscopy and ME-NBI. One study in the UK 
demonstrated that AFI did not show better sensitivity or speci-
ficity and exhibited worse accuracy and interobserver agree-
ment than NBI in the diagnosis of colon polyps <10 mm in 
size.
30 In conclusion, AFI might be useful as a complementary 
modality in the detection of gastric lesions.
I-SCAN
I-scan technology is the newly developed image-enhanced 
endoscopic technology from PENTAX (Tokyo, Japan). It con-
sists of three types of algorithms: surface enhancement (SE), 
contrast enhancement (CE), and tone enhancement (TE). SE 
enhances light/dark contrast by obtaining luminance intensity 
data for each pixel and applying an algorithm that allows for 
the detailed observation of mucosal surface structure. SE al-
lows for more extensive observation of minute glandular st-
ructures, which facilitates the evaluation of changes on the ba-
sis of structural differences. The SE component of the i-scan 
system is comparable with the SE function of Olympus and has 
a chromoendoscopic effect similar to that of acetic acid solution.
CE digitally adds blue color in relatively dark areas by ob-
taining luminance intensity data for each pixel and applying 
an algorithm that allows for detailed observation of subtle ir-
regularities around the surface. With TE, the RGB components 
of an ordinary endoscopic image are disintegrated into each 
component, and each component thus isolated is converted in-
dependently along the tone curve, followed by a re-synthesis 
of the three components to yield a reconstructed image. NBI 
is an optical-filter technology that uses two narrow-band fil-
ters to provide tissue illumination in the blue and green light 
spectra, whereas TE is a digital filter that modifies normal im-
ages through software functions.
At present, six types of TE are available: TE-p, TE-v, TE-b, 
TE-e, TE-g, and TE-c. TE-p, which enhances the dark R com-
ponent, allows the ready identification of mucosal surface le-
sions and pit patterns. TE-v, which suppresses the R compo-
nent in a manner similar to NBI filtration, allows the ready id-
entification of vascular form. TE-b is similar to TE-p in the 
enhancement of dark-red color, but is designed for the ob-
servation of Barrett’s esophagus. With TE-e (for esophagus), 
the J-type tone curve, which suppresses the maximum out-
put, is adopted for the R component to elevate G/B contrast 
and make structural changes clearer. With TE-g (for stom-
ach), the J-type tone curve, which suppresses the maximum 
output, is adopted for the R component to elevate G/B con-
trast, and the S-type tone curve is adopted for the G and B 
components to elevate color contrast. In this way, TE-g yields 
images that allow the ready identification of a lesion because 
it can increase the contrast for even minor differences in col-
or tone (Fig. 9). TE-c, the J-type tone curve, is adopted for the 
R component, but the output is higher than that with TE-g, 
Fig. 8. Early esophageal cancer. (A) Conventinal endoscopic image shows flat lesion at left side (arrow). (B) Autofluorescence imaging shows 
that extent of the tumor become purple color change.
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which results in a slightly reddish image. The EPK-i system is 
expected to play a role similar to that of other image-enhanc-
ed endoscopic techniques, although few detailed reports have 
assessed the application of this system to the evaluation of 
gastrointestinal cancers.
31,32 In one study from Germany,
33,34 
the authors inspected the last 30 cm of the colon in a screen-
ing population with high-definition (HD)+ resolution alone, 
in combination with i-scan, and subsequently with chromoen-
doscopy. In 69 patients, i-scan augmented the identification 
of lesions from 176 to 335; chromoendoscopy brought this 
number to 646. Most (74%) lesions recognized only using i-
scan or chromoendoscopy were flat (type IIb). The amount 
of neoplasia did not differ significantly, but all could be cor-
rectly predicted using i-scan or chromoendoscopy. Further-
more, the authors performed screening colonoscopies in 200 
patients with HD+ colonoscopy in conjunction with i-scan 
SE or standard video colonoscopy. HD+ colonoscopy with i-
scan functionality detected significantly more patients with 
colorectal neoplasia (38%) compared with standard-resolu-
tion endoscopy (13%). 
Significantly more neoplastic (adenomatous and cancer-
ous) lesions and more flat adenomas could be detected using 
HD endoscopy with SE. Final histology could be predicted 
with high accuracy within the HD+ group.
We performed HD+ white-light gastroscopy in conjunction 
with i-scan TE-g and TE-c or chromoendoscopy using 1.5% 
acetic acid and indigo carmine in 76 patients with early gas-
tric cancer to clearly define the border before endoscopic sub-
mucosal dissection. HD+ gastroscopy in conjunction with i-
scan TE-c defined the border more clearly compared with TE-
g, and did not differ from the definitions achieved with ch-
romoendoscopy using 1.5% acetic acid and indigo carmine. 
Therefore, we expect that image-enhanced endoscopy alone 
without classic chromoendoscopy might outline the safe bor-
ders of early gastric cancers before endoscopic treatment.
35
FICE
Optimal band imaging (OBI), the generic term for FICE, 
enhances the visualization of mucosal structure and micro-
circulation by the selection of spectral transmittance with a 
dedicated wavelength. In contrast to NBI, in which the band-
width of the spectral transmittance is narrowed by optical fil-
ters, the OBI system is based on a new computed spectral-es-
timation technique. In NBI, the observer must change optical 
filters to observe wavelengths other than the established 
wavelength; in OBI, however, the observer can select an opti-
mal set of wavelengths by simply switching a key. Thus, an op-
timal wavelength can be used to evaluate the esophagus, stom-
ach, and colon. In OBI, endoscopists can select 60 spectral 
images per 5 nm at visible wavelengths between 400 and 695 
nm, and set up five gradations of spectral image intensities. 
Because OBI was created by the selection of three of 300 se-
ries of spectral image intensities (60×5 steps), 27 millions of 
OBI images (300
3) were obtained in one type of conventional 
endoscopic image. In the present study, the demarcation of 
depressed-type early gastric cancer was identified in 26 of 27 
cases (96%), and elevated-type early gastric cancer was iden-
tified in all 81 cases without magnification, which allowed 
for planning of endoscopic submucosal dissection (ESD). In 
61 patients undergoing upper endoscopy for a clinical history 
of malabsorption or serologic suspicion of celiac disease, wh-
ich is rare in Korea, the sensitivity, specificity, and positive and 
negative predictive values of OBI-based duodenoscopy were 
100% in the evaluation of villous patterns.
36,37
CLE
CLE is the latest endoscopic imaging technique. CLE images 
were collected using an argon beam with a scanning depth of 
0 (epithelium) to 250 μm (lamina propria) and analyzed us-
ing the reflected light. CLE is also called “virtual biopsy” be-
Fig. 9. I-scan image of depressed typed early gastric cancer. (A) Small depressed lesion is noted at antrum. (B) I-scan tone enhancement (TE)-g 
makes it more clear delineation of the tumor.
A BWY Cho et al. 
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cause a 1,000× magnified image is obtained, similar to the 
microscopic observation of tissues. Contrast medium is nec-
essary to obtain CLE images; fluorescein, which spreads in cell 
tissues (except the cell nucleus) through capillary vessels, is 
commonly used and can allow for the observation of tissue 
structure. Thus, benign and malignant neoplasias can be dis-
tinguished by identification of the change in mucosal structure 
(Figs. 10, 11). Two models currently employ CLE systems. 
One is a PENTAX system, in which a confocal laser micro-
scope is integrated into the distal tip of a conventional video en-
doscope. The advantages of this system include the produc-
tion of high-quality images, better penetration capacity, and 
the ability to be used as an instrumental channel. However, it 
has disadvantages, such as a large endoscope diameter and li-
Fig. 10. Confocal laser endomicroscopy imaging of early esophageal cancer. (A) Normal esophageal mucosa shows regular patterns of squa-
mous epithelium with normal intra-epithelial papillary capillary loop (IPCL) (arrow). (B) Tumor shows irregular patterns of squamous epithelium 
and dilated IPCL (arrow).
A B
Fig. 11. Tumor margin delineation with confocal laser endomicroscopy (CLE). (A) Slightly depressed lesion is noted and previous forceps biopsy 
show signet ring cell adenocarcinoma. (B) It is not easily delineated for the exact tumor margin (red circle). (C) CLE help the delineation of the 
tumor margin with the determination of in vivo histology (normal mucosal surface; purple arrow in B). (D) Tumor mucosal surface (yellow arrow in B).
A
C
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mitation of banding of the distal tip of the scope. The other 
system is a probe-type CLE (Cellvizio) developed by Mauna 
Kea Technologies (Paris, France). Unlike the all-in-one CLE, 
this system can be used in endoscopic retrograde cholangio-
pancreatography; moreover, it does not require the prepara-
tion of additional endoscopic equipment. However, it has a 
lower resolution and lower penetration ratio compared with 
those of the PENTAX CLE. Many studies of the differentiation 
of gastrointestinal cancer and the diagnosis of coexisting ma-
lignancies of inflammatory bowel disease using CLE have 
been published, and the study territory has been extended to 
the field of pulmonology, which uses bronchoscopy.
38-41 In our 
study group, we compared the results of endoscopic biopsies 
before ESD and those of biopsies using CLE with the post-
ESD histopathological findings of 35 cases (11 adenomas, 24 
adenocarcinomas). The overall accuracy of CLE diagnosis of 
gastric adenomas and adenocarcinomas was significantly hi-
gher than that of endoscopic biopsy (94.2% vs. 85.7%). The 
overall accuracy of CLE diagnosis of differentiated and un-
differentiated adenocarcinomas was also higher than that of 
endoscopic biopsy. In another study involving approximately 
1,786 cases of early gastrointestinal cancer, images obtained by 
CLE showed a high sensitivity (88.1%) and specificity (98.6%). 
In the differentiation of early cancer and dysplasia, the sensi-
tivity, specificity, and accuracy of real-time CLE diagnosis 
(88.9%, 99.3%, and 98.8%, respectively) were superior to those 
of standard videoendoscopy (72.2%, 95.1%, and 94.1%, re-
spectively).
42 If the issues regarding diagnostic accordance be-
tween observers and health insurance payments are resolved, 
CLE will be spotlighted in the near future because it will ex-
pand the diagnostic territory and shorten treatment courses.
CONCLUSIONS
The early detection and treatment of gastrointestinal cancer 
and premalignant lesions is very important for the efficacy of 
treatment and the maintenance of a high quality of life; which 
is why gastrointestinal endoscopists have tremendous re-
sponsibilities. Optical imaging technology is advancing due to 
the development of endoscopic technology; the diagnostic 
accuracy and image reconstruction capabilities of this tech-
nology are similar to those of pathological imaging. If we give 
attention to various endoscopic features and are well informed 
of their advantages and disadvantages, optical imaging tech-
nology will become helpful for the diagnosis and treatment of 
gastrointestinal abnormalities.
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